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Plant Moisture Stress: A Portable Freezing-Point
Meter Compared with the Psychrometer’
J- W. Cary and H. D. Fisher?

ABSTRACT

A small portable instrument for measuring the freezing-
point depression of plant tissue has been developed for
field use. The instrument is easy to operate and can be
constricted from materials costing less than $100.

Moisture stress measurements made with the freezing.
point meter on a variety of plants were compared with
vapor pressure psychrometer measunments. Varjation be-
tween duplicates in the freezing point averaged 1.2 bars,
but differences between stress measurements made with
the psychrometer and freezing-point instrument averaged
2.6 bars.

Additional key words: Freezing-point depression, Dif-
fusion pressure deficit, Plant water relations.

HE moisture stress in living plant material may

be measured with a vapor pressure psychrometer
(Rawlins, 1966), a pressure chamber (Boyer, 1967),
moisture exchange reactions (Knipling and Kramer,
1967; Slatyer, 1967), electrical conductivity (Kreeb
and Bogner, 1967), and by relative water content
(Slatyer, 1967).

Of these methods, the vapor pressure psychrometer
is considered to be the most accurate, but it is time-
consuming, requires painstaking attention, and uses
expensive electronic equipment. The pressure cham-
ber technique can be adapted for field use, but is
limited to specific types of plant material. Of the
water exchange-type measurements, the vapor transfer
methods are slow and must be carried out in the
laboratory, and the liquid exchange methods are sub-
ject to errors arising from solute exchange across the
plant cell membranes.

Relative water content methods are subject to the
same errors as the liquid exchange tests. Electrical
conductivity measurements have received only limited
attention and appear to present a number of problems
which must be overcome before receiving general
acceptance.

An alternative way to measure energy status of water
is by freezing-point depression. This technique is
well known and has been widely applied (Abele, 1963),
though not to measure water stress in plant material.
Being a laboratory procedure, it has had no advantage
over the vapor pressure psychrometer; however, the
recent development of solid state cooling devices sug-
gested to us that a portable freezing-point depression
meter might be constructed. Because ice first forms
in the intracelluar spaces, the initial freezing-point
depression should depend upon the activity of the
external cell water rather than the osmotic solution
in the cells. After the-ice crystals have grown for a
few minutes or after thawing occurs, some cell mem-
branes rupture and the turgor pressure component
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of total stress begins to disappear. Consequently,
freezing-point depression measured immediately after
ice crystals begin to form in plant tissue in the field
could give on-the-spot estimates of plant water stress.

There is a real need for this type of information.
The past several years have seen rapid progress in
characterizing microclimate, vet we have very little
knowledge of how the physical environment affects
plant-water relations. Moisture stress has important
consequences on the biochemistry of plants (Slatyer,
1967), but we have almost no information on hourly,
or even daily, moisture stress levels in field plants
under natural field conditions.

PROCEDURES AND EQUIPMENT

The portable freezing-point meter is shown in Fig. 1. Its
basic component is a smail freezing chamber mounted on the
cold side of a Peltier battery. A cross-sectional schematic dia-
gram of this chamber is shown in Fig. 2. A leaf sample with
4 or b cm? of surface is folded several times and wedged firmly
between thermistors 15, and T,. These thermistors are encased
in slender glass rods. After inserting the sample, the stopper
is placed in the top of the freczing chamber and the sample
allowed to cool below the freezing point. The toothpick tipped
with ice crystals is then moved so that the crystals briefly come
inte contact with the leal tissue. This induces rapid freezing
in the sarople, Its temperature rises to a steady value deter-
mined by the freezing point of the plant fiuid and the heat
transfer properties of the chamber.

The thermistors operating in the cirewit (Fig. 3) cause the
microammeter to register the sample’s temperature. ‘This circuit
consists of two wheatstone resistance bridges which use the 50
#A meter as a galvanometer. The meter may be connected into
either bridge through switch §,. The switch §, adjusts the tem-
perature span of the thermistors in the left bridge. When
opened, the pA meter will be on scale at all temperatures. When
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Fig. 1. Photograph of the portable freezing-peint unit,
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Fig. 2. A crosssectional diagram of the [reezing chamber of
the freezing-point apparatus. T, T, and T, are thermistors
shown in the circuit diagrammed in Fig. 3.
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Fig. 3. A circuit schematic for the freezing-point depression
instrument.

The following meter component descriptions are listed for the
convenience of tie reader and in no way imply preferential en-
dorsement of the manufacturer by the United States Depart-
ment of Agriculture: T,, T, — VECO 3I1A13 thermistor 1 Ko
@ 25 C; T; — VECO 35A8 thermistor 5K @ 256 C; 1 K —
Bourns 1 KG 10-turn potentiometer; 5, — DPDT ioggle switch;
8, 8; — SPST toggle switches; Battery — 2 Mallory RM-4R 1.35-V
mercury cells; Meter — Knight 25.0-26 xA 314" panel meter;
Resistances are 14-watt, 109, telerance.

Peltier cells may be obtained from such companies as: Materi-
als Electronic Products Corp., 990 Spruce Street, Trenton, N. J;
General Instrument Corp., P. O. Box 544, Hicksville, N. Y.;
Cambridge Thermionic Corp., 445 Concord Avenue, Cambridge,
Mass.; and others.

ctosed, the gA meter has a full scale expanded range of approxi-
mately —4 to -1 C. A DPDT switch may be wired into this
hridge to replace the thermistors T, amd T, with a pair of
2.5 K resistors for quick circuit tests.

The bridge on the right (Fig. 3), containing thermistor T,
is used to monitor the temperature of the cold block. The cold
block is operated such that the sample temperature will fall
at a rate of about 1 xA per second when 5, is in the expanded
scale position. The block temperature is held constant to within
=+ 2 ; amps by adjusting the DG voltage across the Peltier cool-
ing cell. This may be acomplished by mancally switching
series power resistors in approximately 0.1 & steps. These re-
sistors can be purchased commercially or made from heavy
nichrome wire.

The output of the bridge is set with the 1 K variable re-
sistor. To make this setting, a piece of paper towel saturated
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Fig. 4. Calibration curve for the freezing-point moisture stress
meter.
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Fig. 5. A comparison of plant moisture stress measurements
made with the vapor pressure psychrometer and the freezing.
point apparatus. The solid line was drawn with a 1:1 slope.

with 0.2 N KCI is positioned between thermistors T, and T,
It is allowed te cool to approximately —3 C, which gives a meter
reading of —10 to —15 A, depending again upon the particular
characteristics of the thermistors. At this point the ice crystals
on the toothpick are tapped against the sample, crystalization
occurs, the sample and the thermistors warm, and the pA meter
reading rises to a stable peak. The 1 K resistor is used to
set this peak at any convenient point ont the scale. We chose
7.5 gamps, which gives a pure water freezing point at 16 pamps
and the calibration curve shown in Fig. 4. The instrument is
then ready for use for plant samples. Each sample is folded
so that it fits firmly between the thermistors. The plant ma-
terial must not touch any part of the chamber except the
thermistors. It will ordinarily take 2 ¢or 3 minutes to cool the
sample to —3 C and about a minute more to set the ice crystals
and record the maximum gA meter reading. The system is
somewhat dependent on ambient temperature and so should
be checked against the standard 0.2 N KCl solution whenever
fluctuations approach 10 C. When operating at temperatures
in excess of 35 C, evaporative cooling of the heat sink fins may
be needed to maintain the required sample cooling rate.

In order to test the operation of the instrnment, stress
measurements were checked against those given by the vapor
pressure psychrometer using different species of plants grown
in pots in the greenhouse. Four samples were taken from each
pot, two for the psychrometer and two for the freezing-point
apparatus. The psychrometer was of the Peltier-type described
by Zollinger et al. (1966) using six chambers per thermocouple.
Two chambers contained calibrating sclutions and four cham-
bers contained plant samples, so there were two calibration
points for each thermocouple in every run.

RESULTS

The results are summarized in Fig. 5. Each of these
105 points is the average of duplicates measured with
the vapor pressure psychrometer plotted against the
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Table 1. Variation in plant water stress measurcments within
and between the freezing point and vapor pressure methods.

Averags difference in bars

Table 2, Moisture stress measurements made with the psychro-
meter ont sugar beet leaf samples frem field plots in August
1967. The data pairs are from duplicate samples collected
adjacent to one another, The three plants were sampled

Between Inv.p. In £ p, 1ff
Plant methods duplicales duplicater on different days.

Peas 2.1 1.1 L2 i
Wheat 4,10 0.6 1.8 . Moigture atress, bars
Lettuce 2,2 1.4 1.2 . Szmple _Plant 1 Plant 2 Plant 5
Corn 2.3 L7 1.2 old leaf tip 12.4 4.4 138,
Potato 28] 0.9 1.1 12.8 14,6 14.4
Dicane 2.3 0.2 b8 Matira Joaf tp 10,0 194 18,8
Alfalia 2.2 - 1.4 18.0 ’ £1.2 17.2
Beets 3.2 0.8 1.8 ¥ gung lezf lip 17.0 18.0 . 20,3
Tomalo 2.3 L4 n.g 18,0 12 38,8

Moan 2.6 1.0 1.2 Crowm leaf tip 12,8 138 18.8

12, B R 14,2 15. 4

average of duplicates measured with the freezing-point
meter. All observations are reported; no data were
omitted unless there was an obvious malfunction such
as a psychrometer chamber leaking and filling with
bath water. The correlation coefficient for all these
data is 0.8. The only apparent trend in systematic
error was that the freezing-point meter tended to pre-
dict higher stresses than the psychrometer above 23
hars. While most of the data below this range lies
within == 2 bars of the 1:1 slope line, there was still
a significant number of observations outside this
margin.

Table 1 summarizes the variation both within the
two methods of measurement and between the two
methods for a particular plant species tested. Dupli-
cation between supposedly identical plant samples
was best with the vapor pressure psychrometer, How-
ever, freezing-point measurements seldom showed
variation between duplicate samples greater than 2
bars. Exceptions to this were noted when using thick
outer leaves from cabbage plants and leaves from
rose bushes. These two types of plant material did
not work well in the freezing-point apparatus. While
the average variation between duplicates was only
about 1 bar, the average difference between stress
measurements made by the two different instruments
was 2.6 bars. This indicates that measurements made
with the vapor pressure psychrometer and freezing-
point depression apparatus are not influenced by water
stress in plant material in exactly the same way. Ad-
ditional variables must be involved.

DISCUSSION

When compared to the vapor pressure psychrometer,
the freezing-point apparatus has several distinct ad-
vantages. It is inexpensive, requiring less than $100
for all of its components. It is simple to operate and
relatively foolproof. A technician can be trained to
operate it in a few minutes, and no special techniques
for sample preparation or handling are needed. In
addition to being portable, it is much faster than the
psychrometer. A measurement may be completed in
5 minutes or less, while vapor pressure techniques re-
quire at least a 3-hour period for temperature equilib-
rium and voltage measurements. On a per-day basis,
a technician can produce ten times as many stress
measurements with the freezing-point apparatus as
with the psychrometer. In addition to being expen-
sive, the psychrometer requires much more training
time for the technician. The psychrometer is not
portable and samples must be transported from the
field into the laboratory. Because of temperature
changes in transit, it is sometimes difficult to prevent

water loss from the sample through condensation on
the sides of the chamber used for transport. This can
create an.error, as can any vapor sinks resnlting from
surface contamination on the plant samples, such as
dust or salt deposits (Klepper and Barrs, 1968).

While the freezing-point apparatus is not subject
to these particular errors, it does have some serious
shortcomings. One is the temperature dependence of
water stress in the sample, since temperature-induced
changes of water energy are not the same for all so-
lutes. Consequently, if a calibration curve for potas-
sium chloride at 25 G is used, errors may result from
extrapolating back 25 C from the freezing point, par-
ticularly when organic solutes with a different tem-
perature dependence than KC1 are involved.

Another problem may arise from the concentration
of solutes around the ice crystals as they grow in plant
material. There is some evidence that ice crystals first
appear in intercellular spaces, though in succulent
plants the site of this crystal initiation appears to be
somewhat random (Idle, 1966, and Meryman, 1956).
As the plant solution freezes, the solutes are excluded
from the ice phase and concentrate around the peri-
phery of the growing crystals. The concentration of
this solution depends upon the freezing rate, the dif-
fusion coefficient of the solutes, and the physical char-
acteristics of the plant tissue such as membrane perme-
abilities. It is possible that these effects combine to
cause a significantly different freezing-point tempera-
ture than that of the same osmotic pressure KC1 solu-
tion suspended in the absorbent paper used to calibrate
the instrument.

With the exception of one recent paper (Klepper
and Barrs, 1968} it has been generally supposed that
the vapor pressure psychrometer, properly and pain-
stakingly operated, will produce the most accurate
measurements of plant-water stress. The question is:
Will the freezing-point method give sufficiently accur-
ate results so that its advantages of simplicity, port-
ability and speed may be utilized in the field? To
answer this, one must look at the natural variation that
may eccur . between duplicate psychrometer measure-
ments made on plant samples collected from the field.
Some limited data are summarized in Table 2. These
data suggest that one must expect at least a I-bar
variation between duplicates and that a variation of
several bars from leaf to leaf will occur. Variations of
several bars from plant to plant may be common.
Thus the lower accuracy of the freezing-point method
may be compensated for to some extent by its ability
to provide a greater number of observations per unit
time.

Two other methods of measuring plant moisture
stress — the pressure apparatus and liquid exchange



reaction — have been compared to the psychrometer.
Boyer {1966) found that the pressure chamber yielded
values within = 2 bars of psychrometer measurements
for sunflower and yew. In rhododendron, water po-
tential measurements varied by as much as 6.5 bars.
These variations were noted even after correcting for
the osmotic pressure of the xylem fluid which required
the use of the psychrometer. Klepper and Bairs (1968),
using the psychrometer and pressure chamber to meas-
ure stress in cotton, found differences exceeding 6
bars. Consequently, the pressure chamber alone might
at best be expected to Eroduce water potential meas-
urements within = 3 bars of psychrometer observa-
tions. This method is also limited by the kind of plant
material that can be sealed into the pressure cham-
ber and does not have the potential for measuring the
osmotic pressure component. Knipling and Kramer
(1967) published a comparison between liquid ex-
change and thermocouple psychrometer methods of
measuring leaf water stress. They found in several
plant species a variation of from 1 to 5 bars between
psychrometer values and their water exchange method.
The bulk of their data showed scatter somewhat similar
to that in Fig. 5. The exchange method and related
techniques, such as correlating relative water content
to stress, are subject to serious problems caused by
imperfect semipermeable membranes in the leaves
(Slatyer 1966). In conclusion, it appears that the
freezing-point method for making quick measurements
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of moisture stress in the field offers as much possibility
for development as any other technique presently
available,
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